Optical probes and techniques for molecular contrast enhancement in coherence imaging

Stephen A. Boppart
Amy L. Oldenburg
Chenyang Xu
Daniel L. Marks

University of Illinois at Urbana-Champaign
Biophotonics Imaging Laboratory
Beckman Institute for Advanced Science and Technology
Department of Electrical and Computer Engineering
Department of Bioengineering
Colleges of Engineering and Medicine
Urbana, Illinois 61801
E-mail: boppart@uiuc.edu

Abstract. Optics has played a key role in the rapidly developing field of molecular imaging. The spectroscopic nature and high-resolution imaging capabilities of light provide a means for probing biological morphology and function at the cellular and molecular levels. While the use of bioluminescent and fluorescent probes has become a mainstay in optical molecular imaging, a large number of other optical imaging modalities exist that can be included in this emerging field. In vivo imaging technologies such as optical coherence tomography and reflectance confocal microscopy have had limited use of molecular probes. In the last few years, novel nonfluorescent and nonbioluminescent molecular imaging probes have been developed that will initiate new directions in coherent optical molecular imaging. Classes of probes reviewed in this work include those that alter the local optical scattering or absorption properties of the tissue, those that modulate these local optical properties in a predictable manner, and those that are detected utilizing spectroscopic optical coherence tomography (OCT) principles. In addition to spectroscopic OCT, novel nonlinear interferometric imaging techniques have recently been developed to detect endogenous molecules. Probes and techniques designed for coherent molecular imaging are likely to improve the detection and diagnostic capabilities of OCT.

Keywords: molecular imaging; contrast agents; optical coherence tomography; scattering; absorption; nonlinear optics.

Paper 05071 SSR received Mar. 18, 2005; revised manuscript received May 3, 2005; accepted for publication May 5, 2005; published online Aug. 15, 2005.

1 Introduction

The trend in biomedical imaging is toward early detection and diagnosis of disease. Since virtually all disease originates at the molecular and cellular level, detection and imaging systems with resolutions and sensitivities capable of imaging at these levels would be most suitable. As such, optics has played a central role, providing not only sufficient resolution to resolve morphological features at the cellular level, but also wavelength sensitivity, which enables the detection and localization of the optical signal from spectroscopically specific endogenous molecules, transfected genetic sequences, or exogenous molecules or probes. The mere presence of spectroscopically identifiable probes, however, has limited informational content unless the presence can be linked to some physiologically or functionally meaningful parameter. By functionalizing and targeting probes to specific cellular and molecular sites, the detection and spatial localization of the probes through imaging techniques add molecular specificity. The potential of molecular optical imaging therefore becomes great, providing morphological, spatial, and functional information at the molecular level.

While one may consider the historical and present use of stains and dyes in histology as a form of molecularly specific targeting with subsequent optical imaging, the field of molecular imaging has traditionally been defined as the detection of a molecularly specific signal, either from a targeted exogenous agent or some endogenous molecule, in a living organism. Under this definition, optical molecular imaging is still in its infancy but is rapidly expanding in scope through the use of new exogenous molecular probes and through the development of novel techniques for the detection of endogenous molecules. Figure 1 metaphorically diagrams the plethora of novel techniques for the detection of endogenous molecules. Numerous research studies have demonstrated the use of fluorescent markers tagged to a wide variety of specific cell receptors. The use of bioluminescent probes (luciferases) demonstrated optical molecular imaging in small animal models, primarily mice, and enabled the noninvasive detection of disease and tracking of progression in a wide range of pathologies and processes, including infection, cancer, and stem cell fates. The advancement of highly sensitive detection systems and cooled CCD cameras has permitted detection of extremely weak fluorescent and bioluminescent signals originating deep within highly scattering tissues. Recent ef-
forts in the design of bioluminescent and fluorescent probes have been to extend the absorption and emission spectra of these probes into the near-infrared, where absorption and scattering can be minimized and depth of excitation and detection of emission can be maximized.\(^{10,11}\)

The majority of optical probes developed in recent years have been based on the emission of a bioluminescent or fluorescent signal. While these methods now have an established track record of use, there remains a number of other optical imaging methods that would equally benefit from novel optical probes to not only nonspecifically enhance contrast within images, but ultimately provide the same molecular specificity afforded by the bioluminescent and fluorescent probes (Fig. 1). A number of nonfluorescent detection and imaging techniques include in vivo video (white) light microscopy, reflectance confocal microscopy, and coherence imaging techniques such as optical coherence tomography (OCT).

OCT is an emerging biomedical imaging technology that is based on the detection of backreflected signals using low-coherence interferometry and optical ranging within tissues.\(^{12-14}\) Because it senses elastically scattered light which maintains the coherence of the incident light, OCT is not capable of directly detecting bioluminescent or fluorescent signals. Despite the rapid development, application, and integration of OCT into the biological sciences, medicine, and surgery over the last decade, there has been little prior development and no regular use of contrast agents or molecular probes designed specifically for this modality. Early applications of OCT focused on the morphological imaging capabilities of this technology.\(^{15-20}\) In recent years, attention has been given to the use of functional OCT techniques such as Doppler OCT,\(^{21-25}\) polarization-sensitive OCT,\(^{26-29}\) and the detection of functional electrical activity in neural tissue,\(^{30-32}\) which provides additional information based on optical changes that correspond to physiological parameters. The coherence-imaging capabilities of OCT offer numerous advantages over fluorescence- and bioluminescence-based techniques, including heterodyne detection to improve signal-to-noise, and the ability to extract phase information from the detected signal, which permits velocimetric (Doppler) and spectroscopic imaging. With the advent of molecular contrast methods and molecular OCT imaging techniques,\(^{33}\) by way of the use of exogenous probes or contrast agents, or by the use of novel techniques to detect endogenous molecules, the imaging and diagnostic capabilities of OCT have the potential to be extended dramatically.

Currently, new methods and classes of optical probes are being developed to enhance OCT contrast in unique ways, with the goal of enabling molecular OCT imaging. This work reviews the current research efforts in this area and describes future directions. While the majority of these research and development efforts have been directed toward OCT, similar probes and methodologies are applicable to other nonfluorescent optical imaging techniques, including reflectance confocal and white-light microscopy.

## 2 Probes for Coherence Imaging

While the majority of molecularly targeted probes are based on fluorescence or bioluminescence, optical imaging technologies insensitive to inelastically scattered light must rely on other fundamental changes in optical properties, namely changes in scattering, absorption, polarization, or a time- or frequency-dependent modulation of amplitude, phase, or frequency of the light. Next, several classes of these probes are discussed.

### 2.1 Scattering Probes

Probes designed for efficient light scattering are sensed either directly by detecting their scattered light or indirectly through their attenuation of the incident light. Imaging modalities such as OCT are based on detecting backscattering and operate in the “biological window” of near-infrared wavelengths where absorption is minimal and attenuation is governed primarily by scattering. To alter the intensity of backscattered light in OCT, scattering probes must introduce a local region of index of refraction change. For instance, even the introduction of air into tissue produces a significant change in index, thereby increasing the intensity of the backscattered light in OCT. One of the first demonstrations of scattering probes was the use of gold nanoparticles in electron microscopy to label specific regions within cells.\(^{34}\) Commercially available air-filled (Albunex\(^\text{®}\)) and perfluorocarbon-filled albumin microspheres for use as contrast-enhancing agents in ultrasound\(^{35}\) were also used to enhance optical contrast in OCT.\(^{36}\) With recent advances in sonochemistry and chemical modification of probes, a wide variety of engineered microspheres have been fabricated to optimize the optical scattering properties of these probes (Fig. 2 and Table 1).\(^{37}\) Scattering microspheres were fabricated using a high-frequency ultrasound probe placed at the interface between liquids where high-energy ultrasound waves produce caviitation and microsphere formation. Microspheres 500 nm to 15 μm in diameter could be fabricated by varying the energy used during sonication. This fabrication protocol enables a wide range of flexibility in combining core, shell, and surface composition as listed in Table 1. Since scattering increases with the magnitude of the refractive index change, the use of metals or other materials with an index
significantly different from tissue is desirable. Quantitative analysis of optical absorption and scattering properties of engineered microspheres have demonstrated that the use of highly scattering nanoparticles of gold, melanin, carbon, and iron oxide produce strong scattering in OCT (Fig. 2).37

These engineered protein microspheres have been demonstrated in in vivo OCT imaging in animal models. Figure 3 shows representative images of exposed mouse liver before and after the tail-vein injection of gold-coated protein microspheres.37 The administration of the nontargeted scattering microspheres increased the scattering from the liver, while revealing low signal from the liver vasculature. The primary mechanism of uptake in the liver was via phagocytosis by the resident macrophages (Kupffer cells). Scanning electron micrographs of macrophages (Fig. 3) with and without exposure to microspheres show clearly that the microspheres are readily phagocytosed and broken down within these cells. Early in vitro cell viability studies have shown that these engineered microspheres have little to no cellular toxicity.38

The administration of these engineered microspheres does provide dynamic scattering changes within tissue. Following mouse tail-vein injection of iron-oxide encapsulated microspheres, transient regional scattering changes were observed while imaging the exposed mouse intestinal wall (Fig. 4). Scattering variations were noted around a vascular region, while minimal changes were observed in an avascular region immediately after the administration of the agents. While the larger microspheres are likely to remain in the vascular system due to their size, it remains to be determined if the observed scattering changes were due to extravasation of smaller microspheres, degraded microsphere fragments, or a local accumulation of microspheres within the vascular system.

In addition to the flexibility of altering the scattering properties (and equally the absorption properties) of these microspheres, the potential exists for these probes to be highly multifunctional. The protein-based shell of these microspheres is readily functionalized, as has been demonstrated in ultrasound imaging.39 With the increasing number of viable molecular targets available, such as the overexpression of cell-surface receptors in disease states like cancer, it will be possible to similarly target these microspheres to molecularly specific sites. The physical size of these microspheres (2 to 5 μm average) prohibits their use as an agent that will extravasate from the intravascular space into the extravascular and extracellular spaces for cell-specific targeting. Their use as a blood pool agent would be feasible for defining vascular networks.

Table 1 Engineered microsphere core, shell, and surface combinations.

<table>
<thead>
<tr>
<th>Protein shells</th>
<th>Inner cores</th>
<th>Surface modifications</th>
</tr>
</thead>
<tbody>
<tr>
<td>Albumin</td>
<td>Air, O2, N2, Ar, Ar</td>
<td>PEG</td>
</tr>
<tr>
<td>Hemoglobin</td>
<td>Vegetable oils</td>
<td>Fluorescein</td>
</tr>
<tr>
<td>Pepsin</td>
<td>Water</td>
<td>Iron oxide colloid</td>
</tr>
<tr>
<td>Immunoglobulins</td>
<td>Organic liquids</td>
<td>Immunoglobulins</td>
</tr>
<tr>
<td>Lipase</td>
<td>Acetoacetate</td>
<td>Folate</td>
</tr>
<tr>
<td>Peroxidases</td>
<td>Fluorocarbons</td>
<td>Gd complexes</td>
</tr>
<tr>
<td>Modified myoglobin</td>
<td>Iodinated agents</td>
<td>Monoclonal antibodies</td>
</tr>
<tr>
<td></td>
<td>Gd complexes</td>
<td>Gold</td>
</tr>
<tr>
<td></td>
<td>Ferrofluids</td>
<td>Carbon</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Melanin</td>
</tr>
</tbody>
</table>

Fig. 2 Microsphere contrast agents with nanoparticle surface, shell, and core modifications. Scanning and transmission electron micrographs of protein microspheres encapsulating an iron-oxide colloid suspension in an oil core are shown. Flexible microsphere fabrication parameters enable not only variation in size, but also core, shell, and surface composition as listed in Table 1.

Fig. 3 Protein microspheres as OCT contrast agents. Top set: OCT images of an in vivo mouse liver before and after tail-vein injection of gold-coated protein microspheres. Postadministration of the contrast agents reveal increased scattering from the liver, where Kupffer cells had phagocytosed the scattering microspheres. The low-scattering regions are likely the liver vasculature. Bottom set: Scanning electron micrographs of cultured macrophages without (lower left) and with (lower right) exposure to microspheres. The large circular-appearing cavities represent cross sections of phagocytosed microspheres. Modified figure reprinted with permission.37
identifying regions of altered perfusion, or for labeling regions of vessels expressing specific markers during diseases such as angiogenesis and atherosclerosis. However, their relatively large size is fortuitous as a drug delivery vehicle by encapsulating drugs that can be delivered to specific sites. The engineered scattering microsphere enables the fabrication of a scattering probe that uses selected nanoparticles spatially oriented on the microsphere shell, or within the core material to optimize the scattering cross section, whereby the use of nanoparticles alone, although smaller in size, is not likely to alter the local scattering property of the tissue as strongly.

The use of scattering nanoparticles alone, without attachment to larger microspheres, would be preferred for their small size, their ready ability to extravasate outside of the vascular system, and the potential to be directed toward individual cells. The highly scattering (plasmon-resonant) nature of gold nanoparticles was used to label individual cells expressing specific cell-surface receptors. Gold nanoparticles were conjugated to an anti-epithelium growth factor receptor (EGFR) and incubated with SiHa cells (Fig. 5). These highly scattering gold nanoparticles, depending on their size, aggregation, and local environment, potentially exhibit surface plasmon resonances, which are an additional class of OCT contrast agents discussed in a later section. When viewed with reflectance confocal microscopy and compared to transmission-mode microscopy, site-specific contrast enhancement was observed.

### 2.2 Modulating Probes

In OCT, sensing a change in local scattering induced by a probe is frequently plagued by speckle and background scattering from the tissue medium. Higher probe imaging specificity may be achieved by modifying an observable property of the probe in situ while leaving the background tissue unperturbed. Modulation and subsequent filtering of the signal results in background rejection of unperturbed tissue structures, analogous to the background reduction leveraged by the use of fluorescent probes. Recently, optical contrast agents with modulatable fluorescence have been developed that enable the rejection of stationary background signals. Fluorescent microspheres with a ferromagnetic core were coated on one hemisphere with a metal, then magnetized. The microspheres were rotated using a rotating magnetic field, resulting in modulation of their fluorescence emission. The magnetically induced blinking drastically improved the detection sensitivity of these agents in fluorescence microscopy. For OCT, modulating probes have been investigated primarily along two channels: modifiable scattering using magnetic particles, and modifiable absorption using dye molecules. Discussion of the latter is postponed to the following section on absorbing probes.

The use of particles with high magnetic susceptibility and/or ferromagnetic property is highly desirable, because tissue exhibits no ferromagnetism and only weak magnetic susceptibility ($\chi < 10^{-5}$). Iron oxide such as magnetite ($\chi \sim 1$) is a good candidate due to its known biocompatibility after polymer coating. In the presence of a high magnetic field gradient, particles with high magnetic susceptibility embedded in tissue experience a gradient force, and ferromagnetic particles rotate to align their internal magnetization along the field. The resulting magnetomotion of the particle and perturbation of the surrounding cells and organelles result in a change in the local scattering (Fig. 6, top panels). In an elastic medium, the particle returns to its original position and orientation after removal of the magnetic field. This permits modulation of its position by repetitively modifying the magnetic field (by toggling it on and off in the examples discussed here). Modulation at any frequency outside the bandwidth of the OCT back-
scattering signal allows differentiation of tissue structure from magnetic particles. In practice, this has been performed by toggling power to an electromagnet between each successive axial OCT scan (Fig. 6, bottom panels), or by modulating the power several times during acquisition of each pixel and using lock-in detection.

In a recent study, macrophage cell labeling in tissue scaffolds using magnetic markers and magnetomotive OCT was demonstrated (Fig. 7). The ability to detect magnetic particles attached to cells and inside highly scattering media such as chicken skin (Fig. 8) suggests future potential for this technique in vivo. A promising avenue of probe development is protein microspheres that incorporate iron-oxide nanoparticles either as an encapsulated ferrofluid or embedded into the protein shell (Fig. 2). Recent advances in biomedicine that utilize superparamagnetic and ferromagnetic particles, such as for hyperthermic therapy, magnetorelaxometry, magnetic drug targeting, and magnetic resonance (MR) molecular contrast imaging, suggest a wide array of possible translational applications in conjunction with magnetomotive OCT. Of particular interest is the development of multimodal targeted magnetic probes, which are identified at the mesoscopic scale using magnetic resonance imaging (MRI) and subsequently localized at the microscopic scale using high-resolution, small field-of-view techniques such as OCT to provide intraoperative surgical guidance.

2.3 Absorbing Probes

The use of absorbing probes for OCT is based on the regional attenuation due to the absorption. For homogeneous tissue, this regional attenuation can be detected as the reduced back-scattering intensity in the deeper structures. However, because biological tissue is inhomogeneous, the scattering efficiency varies considerably for different layers. The detection of absorbing probes based on intensity attenuation alone is usually not accurate. Therefore, spectrally uniform absorbing agents, such as ink or broadband dye, have little value in OCT. However, two approaches can drastically improve the detection accuracy. The first approach is to utilize the fact that some absorbing probes absorb light differently for different wavelengths. Spectroscopic analysis of the light affected by these probes can drastically improve the detection accuracy. An intuitive way to understand this is to consider the less absorbing frequency bands as the built-in control for the more absorbing frequency bands. Hence, the difference in tissue scattering efficiency can be normalized to some degree. The second approach utilizes absorbers that have modifiable absorption in the presence of optical pumping. By turning the optical pumping on or off, background rejection can be achieved through differencing of pairs of images obtained while the agent property was changed. Examples of the two approaches will be described in this section. A more detailed description of spectroscopic OCT (SOCT) measurement techniques and algorithms, which can be used to detect absorbing probes, is presented in a later section.

Within the broadband laser spectra offered by state-of-the-art femtosecond titanium:sapphire lasers (centered at 800 nm), none of the major molecular components of tissue, namely water, structural proteins without chromophores, most carbohydrates, lipids, and nucleic acids, are spectrally active.
For this reason, anatomical and biochemical research using SOCT to date has been limited to a few types of naturally occurring NIR absorbers such as deoxy- and oxy-hemoglobin (Hb/HbO₂) and melanin, with studies done in vitro. This situation is very similar to conventional light microscopy imaging, where most tissue structures are colorless without the use of specific stains. It is therefore intuitive that “spectroscopic imaging” may mitigate these limitations.

Fig. 7 Magnetomotive OCT for labeling and tracking single cells. Representative images of macrophage cells in a 3-D scaffold displaying structural OCT (red) and magnetomotive OCT (green) signals as indicated by color bar scales representing the dynamic ranges within the image. (a) Control macrophages and (b) macrophages allowed to uptake magnetite microparticles. Insets are 40 × 40 μm. Apparent cell sizes (~8 to 30 μm) are consistent with light microscopy observations as shown. Figure reprinted with permission.

Fig. 8 Magnetomotive OCT in tissue. Images were acquired from in vitro chicken breast tissue. Structural and magnetomotive OCT images were acquired in tandem, without and with the topical administration of iron-oxide nanoparticles. Note the large dynamic range and excellent background signal rejection of this technique.

Fig. 9 Near-infrared dye contrast enhancement in SOCT. Cross sectional SOCT images of a celery stalk without and with NIR dye present within the vascular bundle (top left and right, respectively). The color bar shows correspondence between pseudocolor labeling and spectral centroid shift in the image. Corresponding brightfield light microscopy and fluorescence microscopy show the vascular bundle and the surrounding collenchyma tissue (bottom left and right, respectively). Figure reprinted with permission.
scopic staining,” with the use of dyes that are spectrally active in the NIR region, will enhance contrast in SOCT and potentially aid in differentiating tissue structures.

The simplest spectroscopic absorbing probes are the NIR dyes, however, plasmon-resonant nanoparticles are also strongly absorbing in the NIR, with tunable peak absorption spectra and bandwidth. To facilitate spectroscopic OCT detection, it is desirable for NIR dyes or plasmon-resonant nanoparticles to have sharp, distinct, and stable absorption peaks within the OCT laser spectrum for more accurate labeling. Many commercially available fluorescence dyes, laser dyes, and optimized plasmon-resonant nanoparticles (spheres, shells, rods, cages) can be used for this purpose. In one example, the Federal Drug Administration (FDA)-approved NIR dye indocyanine green (ICG) has an absorption peak in 780 nm and a full width at half maximum (FWHM) of 70 nm, and was used in several studies. While ICG has an absorption peak near the center wavelength of the Ti:sapphire laser spectrum, it is frequently advantageous to have an absorber that has an absorption peak off-center to enhance the spectroscopic contrast and the OCT imaging depth. For example, in a recent study, a NIR dye with strong absorption over the shorter half of the laser spectrum was used (Fig. 9). SOCT analysis was able to localize the dye distribution in the vascular system of a botanical specimen.

The first experimentally demonstrated molecule with modifiable absorption in OCT was methylene blue, which can be excited from its ground state (absorption peak at 650 nm) to its excited state (absorption peak at 830 nm) by using 650-nm optical excitation. Therefore, by switching optical excitation on and off, the absorption property at 830 nm can be modulated (Fig. 10). Because methylene blue has a rather short excitation state lifetime, a high pumping intensity was required. Other molecules with more stable excited molecular states were investigated to reduce the requirement in the pumping power. Phytochrome A, a naturally occurring plant protein with two distinct states of different absorption, was identified as a potential agent because one of its peak absorption states is in the commonly used OCT spectral range of the Ti:sapphire laser, and has very long transition durations on the order of a second (Fig. 11).

2.4 Plasmon-Resonant Probes

Because Rayleigh scattering theory predicts that the scattering cross section scales as the sixth power of the particle diameter, it becomes increasingly difficult to achieve smaller, nanosize probes with sufficient cross section to be detected with OCT at concentrations that are nontoxic. To overcome this limitation, there has been extensive interest in the use of metal nanoparticles that exhibit a collective excitation of electrons at a characteristic light frequency, a property called the surface plasmon resonance (SPR). At optical wavelengths, this is primarily observable in silver and gold, the latter being particularly useful in the near-infrared. A variety of SPR nanoparticle geometries are currently under investigation as optical probes, including nanospheres, nanoshells, nanorods, and nanocages. Because the resonance frequency is governed by particle geometry and the response exhibits an extremely narrow spectral linewidth, the possibility exists for multichannel imaging using an array of multitargeted probes whose resonance frequency is associated with a specific cell receptor. However, the linewidth is often limited in practice by the ability to synthesize batches that are extremely monodisperse in size, and for gold nanoshells, other physical limitations to the linewidth have also been identified. Recently, gold nanoparticles targeted against the epidermal growth factor receptor (EGFR) have been used as highly scattering agents for molecular sensitivity with structured illumination light microscopy. Similarly, SPR nanoparticles are of interest in OCT because their small size en-
ables extravasation from circulation into the extravascular space.

Plasmon-resonant nanoshell probes consist of a metal shell (Ag or Au) grown over a solid dielectric core (typically SiO₂). This geometry increases the magnitude of the local electromagnetic field at the nanoparticle surface, resulting in measured field enhancements of 10⁶ and an implied enhancement of 10¹² (Ref. 65). The resonance frequency is tuned by adjusting the core/shell size ratio,⁶⁶ and the albedo (relative contribution of scattering compared to absorption) is also variable based on particle geometry and can be tailored to match the application.⁵⁹ Highly scattering nanoshells labeled with the HER-2 antibody have been shown to target breast cancer cells as imaged with darkfield microscopy,⁵⁹ and also display a detectable signal when imaged with OCT. In a separate application, absorbing nanoshells increase photodamage induced by NIR illumination, as shown in an animal tumor model.⁶⁷

Rod-shaped gold nanoparticles known as nanorods (Fig. 12(a)) are of considerable interest due to their unique spectral response consisting of a transverse plasmon resonance and a longer wavelength longitudinal plasmon resonance. The center wavelength of the longitudinal plasmon resonance increases nearly linearly with the aspect ratio of the rod,⁶⁸ and reaches near-infrared wavelengths with easily achieved aspect ratios greater than 3:1. Because nanorods with typical dimensions less than 80 nm are primarily absorbers,⁶⁹ they are detectable by OCT through their depth-dependent attenuation, resulting in a sensitivity of 25 μg/mL of nanorods (15 × 45 nm) within a tissue-like scattering solution.⁶⁶ This sensitivity is expected to increase with the use of spectroscopic-spectral detection as described earlier. In particular, nanorods with a longitudinal plasmon resonance tuned to 780 nm and a narrow linewidth of ~50 nm have been detected with an OCT system utilizing a Ti:sapphire source (Fig. 12). SOCT has been able to extract the absorption spectra of these nanorods with good agreement to spectrometer measurements. The presence of these nanorods results in attenuation of approximately half the OCT incident light bandwidth and a depth-dependent shift of the backscattered light spectrum. Another intriguing nanoparticle geometry is that of the nanocage,⁶¹ essentially a hollowed gold cube with porous walls, which, for nominal dimensions of 40 nm, exhibits a SPR near 800 nm. These nanocages are also primarily absorbers, and OCT imaging demonstrates detection at 1 nM in tissue phantoms. Bioconjugation of nanocages to HER-2 and specificity to breast cancer cells [visualized by scanning electron microscope (SEM)] has also been demonstrated.⁶¹ It should also be noted that, to date, both nanocages and nanorods are significantly smaller than the nanoshells (~120 nm) currently used for OCT imaging. Further studies are required to determine what specific role the size of these nanoparticles plays in allowing them to extravasate out of the vasculature and into the extravascular space for in vivo cell targeting.

In conclusion, SPR particles afford a large optical cross section while maintaining a small physical size to enable high tissue mobility. Future work to improve the sensitivity of OCT to SPR particles may include polarization-sensitive detection of anisotropic particles, or coupling the particles with a magnetic domain to allow in situ modulation. The current state of the art includes the ability to separately target, image, and photothermally damage cancerous cells, suggesting that it may not be far in the future when each of these goals is obtained simultaneously using a single probe platform.

3 Molecular OCT Imaging of Endogenous Molecules

The previous methods of contrast in OCT depend on introducing an exogenous contrast agent into the tissue. Exogenous agents must be biocompatible, produce a sufficiently strong scattering or absorption signature to be detectable, and be specific to a molecular or cellular feature of interest. An alternate approach is to use the molecules of interest themselves as contrast agents, so that no foreign agents or probes need to be introduced. There are a number of molecular OCT imaging techniques that generate contrast from endogenous molecules present in the specimen. It should also be noted that the techniques discussed in the section could also be coupled with exogenous probes that may contain a more specific signature.

3.1 Spectroscopic Optical Coherence Tomography

Spectroscopic OCT analyzes not only the intensity, but also the spectrum of backscattered light in a spatially resolved manner. SOCT techniques are possible largely because OCT
utilizes broadband laser sources. Hence, the spectroscopic features within the laser spectrum can be detected. SOCT techniques are algorithmic, do not require special OCT imaging hardware, and can be implemented using either a time-domain or a spectral-domain OCT system.76-72 Because the spectra of backscattered light are depth varying along the imaging axis, SOCT signals are nonstationary, with both time (depth) and frequency (wavelength) variations. Therefore, the central signal-processing step in SOCT analysis is to obtain the time-frequency analysis from the time-dependent interferogram signal (for a time-domain OCT system), or the frequency-dependent interferogram signal (for a spectral-domain OCT system). From the time-frequency analysis, different tissue properties can be retrieved.

The time-frequency analysis of the SOCT signal suffers the so-called time-frequency “uncertainty principle,” which states that there exists an inherent tradeoff between spectral resolution and time (spatial) resolution.73 Improvement in one implies degradation in the other. Early SOCT studies used linear time-frequency analysis methods such as the short time Fourier transform (STFT) and the wavelet transform.74 Different time resolution and frequency resolution can be achieved by using time windows of different length (or wavelets of different scaling). In an effort to improve the joint time-frequency resolution, higher order transformations, such as the Wigner’s distribution, can be used.74 In general, it was determined that different SOCT imaging scenarios require different optimal time-frequency analysis methods.75 For instance, the Cohen’s-class time-frequency analysis generates the most compact time-frequency analysis, while linear time-frequency analysis offers the most reliable time-frequency analysis.75 In both cases, if some prior information is known about the tissue, the molecules of interest, or perhaps the optical properties of an exogenous probe, model-based time-frequency analysis can increase performance.

Typically, there are two spectral modification processes: spectral absorption and spectral scattering. Both processes can be present in the tissue at the same time. Therefore, it is important for SOCT to separate the contributions from each of them. The number of the spectral bands analyzed by SOCT is often more than the number of spectral modification processes of interest; the separation is a mathematical overcomplete problem and can be obtained by spectral analysis. The first such attempt was through spectral triangulation,73 which uses three probe lasers of equally spaced center wavelengths. Spectral triangulation was capable of separating the intrinsic first-order spectral scattering from the extrinsic dye absorption, and this technique was demonstrated with the use of ICG in a Xenopus laevis tadpole (Fig. 13). A more sophisticated approach utilizes the least-squares fitting algorithms.76 Compared to spectral triangulation, the least-squares fitting algorithm utilizes more frequency bands and is optimal for most practical problems.

In principle, SOCT can be used to map out absorbing probes or molecules such as Hb/HbO₂, melanin, and other endogenous chromophores. Among them, Hb/HbO₂ is especially interesting because of their abundance and their critically important role as indicators of tissue oxygenation states. Currently, two prominent methods for in vivo mapping of Hb/HbO₂ are functional magnetic resonance imaging (fMRI)77 and NIR optical tomography.78 However, fMRI suffers from low temporal resolution and NIR optical tomography suffers from low spatial resolution. SOCT theoretically can overcome both drawbacks with real-time OCT imaging with micrometer resolution. However, due to the time-frequency tradeoff problem mentioned before, the spatial resolution that can be achieved ultimately is dependent on the system sensitivity and noise reduction. In an early report, the oxygenation states of Hb/HbO₂ were distinguished by SOCT with 1-nm spectral resolution and 312-μm spatial resolution.79 As a method for detecting and imaging not only endogenous molecular species but also exogenous probes, research in the use of SOCT will continue to define its applications and limitations.

3.2 Molecular Contrast through Nonlinear Interferometry

Typical OCT methods measure the linear, elastic scattering of tissues, which are limited to the detection of scattering, absorption, spectral, and polarization properties inside the illumination bandwidth. Unfortunately, most molecules of interest do not have distinct scattering signatures in the near-infrared wavelengths commonly used in OCT. However, there are many nonlinear optical effects that biomolecules exhibit that can be used for molecular contrast. Nonlinear effects, including second harmonic generation (SHG)70-83 and coherent anti-Stokes Raman scattering (CARS)84-91 have recently been successfully integrated with OCT to produce images with endogenous molecular contrast.92-95

Unlike linear scattering, where individual photons independently scatter off of the sample, several photons mutually interact through the sample in nonlinear scattering processes. The incident photons are selected to promote a particular nonlinear process that produces molecular contrast. To interact at a particular point in the tissue, the interacting photons must, roughly speaking, arrive at the same place at the same time. Pulsed lasers are typically used to concentrate the photons into a small enough time interval, and focused beams are used to concentrate the photons into a small enough spatial extent, to produce a measurable nonlinear signal.

Only certain nonlinear processes are suited for nonlinear interferometry. The scattered radiation must remain coherent.
with the illumination, which excludes effects such as spontaneous fluorescence and spontaneous Raman scattering. It is also desirable for the scattered radiation to be of a different frequency bandwidth than the incident radiation, so that the scattered radiation is easy to distinguish from the incident radiation. Because nonlinear processes are generally weak, any background signal can easily overwhelm the small nonlinear signal. Two nonlinear processes that satisfy the criteria for detection with nonlinear interferometry are SHG and CARS. Each of these processes provides differing information on the composition of tissue.

A representative schematic of how nonlinear interferometry can be integrated into OCT is shown in Fig. 14. A pulsed source produces the optical frequencies needed to stimulate the nonlinear process. This source is split between the two arms of an interferometer. In the sample arm, a pulse shaper is used to control the temporal profile of the pulse to excite a particular nonlinear process of interest. The shaped pulse is then focused into the sample, where the target molecular species will convert some of the radiation to a nonlinear signal. The backscattered signal from the sample is then filtered for the remaining excitation radiation. In the reference arm, a nonlinear reference generator, which can consist of the molecular species being imaged or a nonlinear crystal, converts some of the excitation wavelengths to the nonlinear band. The two nonlinear signals are combined with a beamsplitter, and the interference is measured as the relative time delay is scanned. The amplitude of the interference fringes indicates the density of the target molecular species.

Using interferometric detection of a nonlinear process itself has benefits over standard incoherent nonlinear microscopy such as SHG or CARS microscopy. OCT coherence gating can be performed on the returned nonlinear signal to range the depth of nonlinear scatterers in tissue. In nonlinear microscopy, the focus is scanned through the sample, because the nonlinear process itself limits the volume over which the interaction occurs. Interferometric detection also provides the heterodyne advantage, where the interference component of the signal may be increased until the signal-to-noise ratio is limited only by the available signal from the sample and not detector noise. Heterodyning also minimizes the noise caused by stray light. Finally, dual balancing or spectral interferometry can be used to minimize the effects of power fluctuations in the pulsed source.

Second harmonic generation is an effect where a nonlinear material will convert two photons of one frequency to a single photon of twice the frequency. Because of the symmetry of the process, SHG does not occur in a uniform, isotropic medium. SHG is generally produced at surfaces, in birefringent media, or by asymmetric structures such as rod-like or fiber-like structures. The SHG process can then better discriminate between uniform media, anisotropic structures produced by cell membranes, and commonly, collagen fibers. For example, SH-OCT has been proposed and demonstrated on collagen layers (Fig. 15). SH-OCT techniques improves on these methods by taking advantage of the coherent nature of CARS, increasing the sensitivity, rejecting noise, and allowing the temporal ranging of the CARS signal.
The coherence gating and spatial localization of CARS signals has been demonstrated (Fig. 16), and is likely to provide an alternate method of locating molecular species in tissues. In particular, NIVI has been developed to allow the amplitude and phase of the nonlinear susceptibility to be inferred. This helps remove artifacts due to nonresonant processes that are not specific to the molecular frequencies of interest. These processes can dominate the nonlinear signal and therefore greatly reduce the molecular specificity of the method if they are not removed. The elimination of these nonresonant components was demonstrated by coherence gating the CARS signal to exclude the nonresonant component. The interferometric reconstruction of the amplitude and phase of the Raman spectrum has been achieved and has greatly increased confidence that further enhancements of the use of CARS in OCT will result in high fidelity images. As the techniques of ultrafast signal production and detection are refined, it seems likely that other coherent nonlinear processes will also be exploited to provide further molecular specificity.

4 Future Directions and Challenges

The recent advances and successes in the use of bioluminescent and targeted fluorescent probes have clearly established the use of optical molecular imaging for elucidating the pathogenesis of disease in preclinical animal models. Similarly, it is expected that advances in the development and use of molecular imaging probes for nonfluorescence- and nonbioluminescence-based optical imaging modalities such as OCT, light microscopy, and reflectance confocal microscopy will have an equally significant impact. Several active areas of research include targeting of probes, the development of externally and physiologically activatable probes, and the imaging of genetically engineered and expressed probes.

The ability to target molecular probes to site-specific cells or tissues not only has significant implications for enhancing image contrast and visualization, but also, and perhaps more importantly, enables the site-specific delivery of pharmacotherapeutics for treating the disease. Despite the advances made in this area over decades of research, our ability to target a particular cell type with sufficient specificity remains relatively poor. However, there have been several commonly identified targets, including the folate receptor, which is expressed in normally low levels in adult tissues, but overexpressed in proliferating malignant cells, and the sigma receptor, which can be highly overexpressed (up to ten-fold) in a variety of tumors including lung, renal, colon, central nervous system, breast, prostate, and melanoma. Much of these limitations arise from our limited understanding of the molecular and cellular events occurring in vivo in these disease states, and the relatively small differences between target expression profiles on normal and abnormal cells. Given the intense scientific, medical, and economical incentives for advancing this research, our ability to target, image, and treat specific cells of interest will likely continue to improve over time.

The striking ability of optical techniques to image extremely weak optical signals is most appreciated with background rejection techniques, where the nonspecific optical signal is separable from the signal arising specifically from the contrast agents. Bioluminescence imaging is an excellent example, as are fluorescence-based confocal and multiphoton methods in the absence of autofluorescence. Of the methods and probes discussed in this work, the use of magnetomotive OCT and pump-probe OCT exhibit high degrees of background rejection, which can provide higher signal to noise than other techniques (such as those that rely simply on the addition of a strong scatterer or absorber to tissue). Classes of probes that would enable high specificity of detection are those that can be activated, either through some external trigger or internally, through some physiological process. The former method was demonstrated using a pump-probe OCT technique with probes that have varying absorption states. The use of the latter method would enable a wide range of functional studies that could investigate physiological states and processes in vivo and in real time. While molecular beacons and protease-activatable fluorescence probes represent examples of this class of probes, the development of these physiologically activatable probes for OCT remains an active area of research.

Green fluorescent protein (GFP), its many variants, and other genetically encoded light-emitting proteins have expanded our ability to visualize biology in normal and diseased states. It is also well recognized in the biomedical optics community that there is a need for longer-wavelength probes in the near-infrared to reduce tissue damage and to increase imaging depth in highly scattering tissues. Recently, the DsRed protein, with longer-wavelength absorption and emission spectra, has been imaged using OCT in a pump-probe configuration. This demonstration represents an important step in the use of genetically expressed probes in conjunction with OCT. Because of the imaging-depth penetration advantage that OCT provides over more traditional fluorescence-based microscopy methods, and the high spatial resolution advantage over bioluminescence-based imaging, the development of genetically expressed probes for OCT will likely expand the toolkit of investigational methods. Naturally occurring substances such as melanin, with its high refractive index...
In all of these cases, genetically expressing molecules that exhibit strong scattering or absorbing properties detectable with molecular OCT techniques would further advance this field. Recent advances in the development of molecular probes and techniques for OCT are accompanied with multiple challenges and limitations. Fundamental studies need to be completed that would fully characterize the optical properties of these probes in phantoms, cell culture, and in tissue, as well as under normal and pathologic conditions. Critical investigative studies are needed to determine the detection sensitivity and establish the limits to which these methods would be used for detecting at the cellular and molecular level, both in cell cultures and in animal models. As one would anticipate, higher concentrations of probes would generate stronger signals, yet careful in vitro and in vivo studies remain to be completed to determine the toxicity of these probes and the optical radiation used for their detection and imaging. To our advantage, many similar probes, such as albumin microspheres, iron oxides, absorbing molecules, and gold nanoparticles, are currently being used for molecular imaging techniques in other modalities including MRI and ultrasound. Additionally, many similar classes of probes suitable for use in OCT have been approved by the U.S. Federal Drug Administration such as Albunex®, Feridex®, and indocyanine green (ICG) dye, to name a few. Finally, more quantitative studies are needed in normal and tumor animal models to both demonstrate the enhancement of contrast with these probes, and ultimately to show their use for improving our clinical diagnostic ability. Ideally, one would like to perform optical molecular imaging without the need of exogenous agents that could potentially induce toxicity or alter the physiology of the process one is wishing to measure. Optical methods, such as SOCT or NIVI, may in time be able to characterize the molecular composition of tissue with high sensitivity and specificity only by detecting variations from the incident optical radiation, and may ultimately prove to be most desirable.

While the development and experimental implementation of optical probes for OCT is still in its infancy, it is clear that the use of novel probes or contrast agents in OCT will enable OCT to progress to a new diagnostic level. Early applications of OCT focused on the morphological imaging capabilities of this technique. In recent years, attention has been given to the use of functional OCT techniques that provide additional information based on optical changes that correspond to physiological parameters. With the advent of molecular OCT imaging techniques, by use of exogenous probes or contrast agents, or by use of novel techniques to detect endogenous molecules, the imaging and diagnostic capabilities of OCT will be extended significantly. Ultimately, the task for the OCT community will be to demonstrate the clinical efficacy and improvement in diagnostic ability afforded by these emerging molecular OCT imaging techniques.

Acknowledgments

We wish to thank the members of the Biophotonics Imaging Laboratory at the Beckman Institute on the University of Illinois at Urbana-Champaign (UIUC) campus for their dedication and insight in this area of research. We also wish to thank our collaborators for their work in fabricating novel probes, including Kenneth Suslick, Department of Chemistry, UIUC, Kenneth Watkin, Department of Speech and Hearing Sciences, UIUC, and Alex Wei, Department of Chemistry, Purdue University, and appreciate the assistance of Janet Hanlon in preparing these figures. Finally, we thank our colleagues whose work is represented here for helping advance this field, and apologize to those whose work was not included due to space and depth of coverage constraints. This research was supported in part by the Whitaker Foundation (RG-01-0179, S.A.B.), the National Institutes of Health (NIBIB, 1R01 EB-00-108, 1R01 EB-03-003, S.A.B.), NCI/NASA (NAS2-02057, S.A.B.), and the Beckman Institute for Advanced Science and Technology. Additional information can be found at http://biophotonics.uiuc.edu.

References


59. C. Loo, A. Lin, L. Hirsch, M. H. Lee, J. Barton, N. Halas, J. West, and R. Drezek, "Nanoshell-enabled photons-based imaging and