Monitoring neoadjuvant chemotherapy in breast cancer using quantitative diffuse optical spectroscopy: a case study

1 Introduction

Presurgical, or neoadjuvant, chemotherapy has the advantage of decreasing tumor resection margins and allowing assessment of the effect of the chemotherapy drug regimen on the primary tumor. In stage III disease, reduced tumor margins will often change inoperable cases to operable. The prognosis for these patients is so improved that neoadjuvant chemotherapy has become well established for treating locally advanced breast cancer. It is now also considered in stage I and II patients, when breast conservation is possible.

In addition, neoadjuvant therapy permits evaluation of the primary tumor’s response to a given drug combination. Without the primary tumor, the response of micrometastases to chemotherapy is not known. Many clinical trials are now using neoadjuvant therapy to answer questions regarding drug efficacy, dose, and frequency of administration. Based on these studies, it is clear that at times it would be beneficial to change drug choices early in treatment in order to minimize morbidity and maximize patient survival.

Clinical palpation, although most widely used for gauging tumor response, is a relatively poor nonquantitative predictor of pathological response. Results from the NSABP B-18 randomized control trial demonstrated that a significant increase in survival time was observed for a subpopulation of neoadjuvant chemotherapy patients who exhibited a complete histopathological response. These patients had a 5-year survival rate of 87.2%. Regardless of clinical response, all other patients treated with neoadjuvant chemotherapy had virtually equivalent 5-year survival rates at or near 78%. This trial concluded that histopathological response to neoadjuvant chemotherapy is an independent prognostic factor in survival, a result suggested by earlier studies. Unfortunately, complete pathological response is not often accomplished. Carlson’s literature review in 1999 found the complete pathological response in locally advanced breast cancer to range between 4 and 33% for anthracycline-based therapy. If any improvements in patient outcome are to be made, the results of imaging methods must correlate very closely with tumor pathology.

Several alternative methods for increasing the reliability of tumor assessment have been proposed. Mammography has had favorable results when it is coupled with physical examination, particularly in breasts with low mammographic density. The presence of fibrotic tissue, high mammographic density, remaining microcalcifications, or ill-defined tumors, however, makes response more difficult to assess.
and several studies have found inadequate correlation with pathology or prognosis.\textsuperscript{12,7,9,10,13} Ultrasound may be more accurate than mammography in evaluating true tumor size;\textsuperscript{14} however it has limited tumor versus normal contrast.\textsuperscript{10} Color Doppler ultrasound may reveal changes in tumor vascularity before alterations in clinical dimensions are detected,\textsuperscript{15} but the method is highly operator dependent.\textsuperscript{16}

Evaluation of tumor size using magnetic resonance imaging (MRI) correlates better to pathology than mammography and has successfully located residual disease.\textsuperscript{17} Especially promising results have been seen with dynamic contrast-enhanced methods.\textsuperscript{18–20} However, MRI is costly and requires exogenous contrast agents. Cost becomes especially prohibitive if the tumor is repetitively monitored throughout treatment, as for assessment of drug susceptibility (early) or establishment of treatment end points (late).

Other methods used for monitoring tumor response include technetium 99m-MIBI scintigraphy,\textsuperscript{21,22} and [\textsuperscript{18}F] FD positron emission tomography (PET).\textsuperscript{23–25} Despite a relatively low resolution compared with MRI, tumor changes have been shown as early as 8 days after treatment.\textsuperscript{26} Like MRI, scintigraphy requires the administration of exogenous agents.

Optical methods are intrinsically sensitive to blood, water, and lipid, the main chromophores of breast tissue. Thus they measure tissue composition, information that is qualitatively different but complementary to that of the structural images provided by mammography and ultrasound. In addition, optical methods are able to quantify oxygenated hemoglobin (HbOx) and deoxygenated hemoglobin (Hb). Thus hemoglobin oxygen saturation levels determined by this method are direct and absolute, albeit at low resolution.

A strong advantage of optical probes is that they can be portable, rapid, and noninvasive. They are effective without (or in conjunction with) exogenous contrast agents.\textsuperscript{27,28} Because of this, quantitative measurements can be performed on almost all patients. However, optical methods have not been widely tested clinically. Mainly this is due to the youth of the field, which relies on relatively recent technology and computation-intensive fitting methods. Optical methods are currently being evaluated for use in breast cancer detection and monitoring.\textsuperscript{29,30} The most significant limitation at this early date is spatial resolution and sensitivity to small lesions.

We have developed a broadband laser breast scanner (LBS) that combines steady-state (SS) and frequency-domain (FD) diffuse optical spectroscopy (DOS) in a single instrument.\textsuperscript{31} The LBS employs the principles of photon diffusion to quantitatively measure absorption and scattering properties of tissue in the near-infrared spectral region (650 to 1000 nm). As mentioned previously, deoxygenated hemoglobin, oxygenated hemoglobin, lipid, and water are the main absorbers, or chromophores, in breast tissue at these wavelengths.\textsuperscript{32} These components are by definition directly affected in cancer-related changes such as angiogenesis, cellular proliferation, hypoxia, and extracellular matrix degradation.\textsuperscript{32,33} LBS measurements have been used to quantitatively measure these components in order to reveal age- and hormone-related changes in normal breast, as well as to characterize tumors.\textsuperscript{31–35} Similar results have been obtained by others using photon migration spectroscopy and imaging.\textsuperscript{28}

In this work we employed a portable, noninvasive DOS system to monitor a postmenopausal woman undergoing neoadjuvant chemotherapy for locally advanced breast cancer. Our goal was to assess the sensitivity of this method to changing tumor physiology throughout therapy. We followed this patient for three cycles of doxorubicin-cyclophosphamide (AC) and found excellent sensitivity to tumor response. AC-induced changes in all four major biochemical components as well as functional indices of oxygen utilization were clearly evident as early as the first week of therapy. All tumor levels approached control values by the end of the 68-day measurement period. Residual abnormalities recorded at the tumor site on the final measurement day (day 68) matched postsurgical histopathology findings. These results establish DOS sensitivity to biochemical changes in breast tissue that accompany tumor growth and response to therapy. Because the LBS is a portable, bedside device, this approach may become feasible for quantitatively monitoring tumor response, particularly where rapid or frequent measurements are required.

2 Materials and Methods

2.1 Instrumentation

The combination of frequency-domain and steady-state reflectance methods (SSFD) permits acquisition of broadband near-infrared absorption spectra. The broadband LBS instrument and method were previously validated on tissue phantoms and demonstrated on normal breast tissue.\textsuperscript{31} The principles of operation have been well characterized and are only summarized here. Frequency-domain instrumentation,\textsuperscript{36} the underlying theory of optical diffusion,\textsuperscript{37} FD methods,\textsuperscript{38,39} and steady-state methods\textsuperscript{40} have all been extensively investigated and described.

The SSFD instrument and probe design are illustrated in Fig. 1. Measurements are recorded in reflectance (i.e., backscattering) geometry. Three optical fibers (SS and FD source, SS detector) and an avalanche photodiode (APD) (FD detector) are embedded in the face of the probe as shown. In this configuration, the SS and the FD measurement paths cross one another, allowing the SS and FD sources to probe ap-
proximately the same volume of tissue. In this set of experiments, the source–detector separation for both SS and FD measurements was 26 mm.

The FD component of the system uses ten diode lasers coupled to 400-μm step-index optical fibers formed into a single bundle. Laser wavelengths are 660, 685, 786, 809, 822, 852, 898, 911, 946, and 973 nm. Direct current is applied sequentially to each diode, followed by a 50 to 1000-MHz radio frequency (rf)-swept pulse from a network analyzer. This produces amplitude-modulated light that, when launched into the tissue, propagates with a frequency-dependent phase velocity as diffuse photon density waves.41 Changes in photon density wave phase and amplitude are detected by the avalanche photodiode in the hand-held probe. The system is calibrated using tissue phantoms with known optical properties at the beginning of each 1 to 2-h measurement session. The SS component of the system consists of a high-intensity tungsten-halogen source launched onto a 3-mm fiber optic bundle. Diffuse reflectance is measured using a 1-mm fiber coupled to a spectrometer (USB2000, OceanOptics, Inc.) that is capable of measuring the reflectance spectra between 600 and 1000 nm. The SS system is calibrated at each measurement session using an integrating sphere with a nearly flat spectral response over the wavelength region of interest. A typical broadband measurement, consisting of both SS and FD components, is acquired in 30 to 45 s.

Both datasets are analyzed with in-house software developed in MATLAB (version 6.0.0.88, The MathWorks, Inc). Optical transport theory is used to extract the tissue scattering and absorption properties, resulting in quantitative measurements of the tissue concentration of oxygenated and deoxygenated hemoglobin, water, and lipid. The exact algorithm used is detailed in Bevilacqua et al.29 The tissue concentration of deoxygenated and oxygenated hemoglobin can also be recombined in terms of total hemoglobin ([Hbtot]=[Hb] + [Hbox]) and tissue hemoglobin oxygen saturation (S_o2 = 100×[Hbox]/[Hbtot]). These parameters are particularly important for comparing results with known medical standards, such as blood hematocrit (the percent of whole blood occupied by red blood cells) and blood hemoglobin oxygen saturation.

2.2 Patient

A 54-year-old postmenopausal Caucasian female with a previous right mastectomy underwent neoadjuvant therapy for cancer of the left breast. The patient was informed and consented under University of California protocol 95-563. The tumor was palpable in the lower inner quadrant and diagnosed as an adenocarcinoma by fine needle aspiration. Two weeks before treatment, the mammogram revealed a 2.3×2.5-cm mass with microcalcifications (Fig. 2). Ultrasound showed a hypoechoic mass measuring 2.4×2.5×2.2 cm (Fig. 3). The patient began three cycles spaced 3 weeks apart of a doxorubicin-cyclophosphamide drug combination. The tumor was judged nonpalpable at the conclusion of the three cycles, and the patient was scheduled for surgery. Surgical pathology revealed a stellate fibrotic lesion measuring 2.0×1.0 ×1.0 cm at the location of the treated tumor. Microscopy reported a 5-mm residual tumor within the fibrosis. The tumor was approximately a 10% intraductal carcinoma of high nuclear grade. The remainder was a moderately differentiated invasive ductal carcinoma. No necrosis was present.

2.3 Measurements

A series of scans was performed spanning 68 days and three treatment cycles. Measurements were recorded on a total of 12 different days and data were acquired over two different
axes. The measurement geometry is illustrated in Fig. 4. In all cases the patient was positioned supine at 30 deg elevation. One complete scan consisted of seventeen measurements taken over the tumor. These measurements consisted of two linear scans taken along perpendicular axes, medial-lateral (transverse) and cranial-caudal (sagittal) at 1-cm intervals, so that the total region sampled was 8 cm (nine measurements) along the transverse axis and 7 cm (eight measurements) along the sagittal axis. In each measurement the source and detector of the probe were positioned to bracket the axis, sampling a cross-section through the axis. Care was used to maintain probe contact with the skin while at the same time minimizing compression of the breast.

At any one location, a complete measurement consisted of a continuous white-light spectrum spanning the 650 to 1000-nm wavelength region and ten laser diode datasets from within the same region. Each of the latter consisted of an averaged scan of three phase and amplitude recordings at 401 intermediate modulation frequencies in the 50- and 700-MHz range. The dataset was then fit to a set of diffusion theory equations and principal component spectra42,35 to obtain lipid, water, and deoxygenated and oxygenated hemoglobin concentrations at that location.

To obtain measurement reproducibility, a complete linear scan was typically repeated twice during any given measurement session. This resulted in a total of four linear scans (thirty-four cross-sectional measurements) per measurement session, plus the control measurements described later. The errors listed are the variation between the two scans. When maxima and minima are shown, errors are the variation between the maxima and minima of the two different scans. All errors found to be less than 5% by this method were set to 5%. In our experience, this is our average error, which is due to probe position and tissue coupling variability. In comparison, errors that are due to instrumentation and pressure changes within the tissue are minimal.

Given the large variability in normal breast physiology,35 the most appropriate control for a breast tumor is the normal breast tissue of the same woman measured, if appropriate, at the same time point in the menstrual cycle, and ideally in the corresponding contralateral quadrant. In the patient studies, a previous mastectomy on the contralateral side prevented us from obtaining control measurements at the analogous tumor location. Instead, control measurements were taken on other quadrants of the same breast. The quadrants used as controls were clear of disease, as determined by mammography and postoperative pathology. The abdomen was used as a systemic control.

In the first cycle, optical scans were obtained immediately prior to chemotherapy treatment (day 0) and daily (days 3, 4, 5, 6, 7) during the following week. In the second cycle, optical scans were taken immediately prior to chemotherapy treatment and every other day (days 21, 24, 26, 28) during the following week. No scans were scheduled during the third cycle because we did not believe the patient was well enough to travel to the clinic. The final two scans were obtained on separate days approximately 3.5 weeks after the final chemotherapy treatment date and 13 days prior to surgery. Although scans were obtained on 12 separate days, data from 4 days could not be analyzed because of instrument-related errors. These were due either to problems with spectrometer operation (3 days) or system calibration (1 day).

3 Results

Figure 5 displays the pretreatment and post-treatment line scans over the tumor for all four chromophores. Both the sagittal and the transverse axes are shown. With the exception of the 4 and −4-cm positions, each probe position is an av-

---

Fig. 4 Measurement configuration. Two linear scans were done in mutually perpendicular directions: along the cranial-caudal (sagittal) axis and along the medial-lateral (transverse) axis. The heavy lines are the source–detector paths for each of seventeen positions along the axes, placed at 1-cm increments (those at origin are not shown).

Fig. 5 Pretreatment (dashed lines) and post-treatment (solid lines) linear scans along both sagittal and transverse axes. At the tumor site, the water volume fraction and both components of hemoglobin increase, whereas the lipid volume fraction decreases. Although the tumor was not palpable after treatment, a residual perturbation was present in all parameters at the conclusion of the study.
Table 1 Tumor to control ratios for chromophores measured along the sagittal and transverse axes.

<table>
<thead>
<tr>
<th>Chromophore</th>
<th>Sagittal Axis</th>
<th>Transverse Axis</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Pretreatment</td>
<td>Post-treatment</td>
</tr>
<tr>
<td>Lipid</td>
<td>0.66</td>
<td>0.87</td>
</tr>
<tr>
<td>Water</td>
<td>6.93</td>
<td>2.09</td>
</tr>
<tr>
<td>Hb</td>
<td>2.66</td>
<td>1.10</td>
</tr>
<tr>
<td>HbOx</td>
<td>2.31</td>
<td>2.02</td>
</tr>
<tr>
<td>$S_{O_2}$</td>
<td>0.95</td>
<td>1.35</td>
</tr>
<tr>
<td>Hb+HbOx</td>
<td>2.42</td>
<td>1.51</td>
</tr>
</tbody>
</table>

$^a$ Hb, deoxytogenated hemoglobin; HbOx, oxygenated hemoglobin; $S_{O_2}$, tissue hemoglobin oxygen saturation.

The pretreatment tumor perturbation against background is clearly visible in all chromophores along both axes. These scans were obtained on the day of the first chemotherapy treatment, just prior to administration (day 0). The sagittal scan most closely approaches the midpoint of the tumor. Along this axis, the water volume fraction peaks at 40 ± 11% and drops to 9 ± 2% at the lowest edge location. The corresponding fraction of lipid volume dips by approximately one third at the tumor center. Compared to edge values, deoxygenated and oxygenated hemoglobin components also peak by a maximum of roughly 3 and 3.5 times over the tumor.

As Fig. 5 illustrates, SSFD values over the tumor undergo significant changes at the conclusion of the 10-week measurement period. All parameters approach baseline. However, all parameters have lingering changes over the tumor location. At the conclusion of treatment, the lump was no longer palpable, although a 5-mm residual tumor was noted in postsurgical pathology.

Table 1 provides the resulting tumor to control ratios for the pretreatment and post-treatment (presurgical) scans shown in Fig. 5. Measurements from the left upper outer quadrant are used as control values for these ratios. Edge values of the linear scans from Fig. 5 are not used because these values do not necessarily normalize, and therefore are not entirely outside the boundary of the tumor. In addition, the size of the tumor changes during treatment, so that these edge values are not expected to stay constant.

The most significant contrast is seen in the water volume fraction. On the sagittal axis, the pretreatment water volume fraction at its peak is 6.9 times higher than that of control breast tissue. After treatment, this value drops to 2.1. With the exception of the tissue hemoglobin oxygen saturation, $S_{O_2}$, all other parameters also approach unity over the course of treatment.

Unless otherwise noted, the remaining results are presented from the sagittal axis. Data along the transverse axis follow similar, if diminished, trends. Figure 6 displays the...
successive linear scans of lipid volume fraction, water volume fraction, and \( S\text{O}_2 \) over the 10-week course of therapy. Values for the water volume fraction peak and those for the lipid volume fraction dip to a similar degree over the tumor for all days. The tumor perturbation diminishes consistently throughout the course of the study. This is especially striking in the water volume fraction. \( S\text{O}_2 \) typically dips at the tumor location, except for a modest peak that develops by day 68, well after the conclusion of chemotherapy and just prior to surgery.

The full course of the peak value for the water volume fraction is plotted over time in Fig. 7, along with control measurement values acquired on the abdomen and the left upper outer quadrant of the breast. As noted previously, values over the tumor steadily decrease, approaching the values for the left upper outer quadrant. In this figure it is also apparent that the greatest changes occur within the first week. In 10 weeks, the maximum water volume fraction drops 67% from its original value (41.6% to 13.7% ± 0.7%). Approximately half of the drop occurs within the first week, changing by 37% (to 26 ± 2%) within the first week. It is interesting that control abdomen and left upper outer breast values also drop by about 20 to 25% during this early period, suggesting the possibility of reactive systemic changes immediately following chemotherapy.

Similar to the trend seen in the water volume fraction, total hemoglobin concentrations over the tumor drop substantially during therapy. Figure 8 shows the total hemoglobin maxima plotted for the 10-week period. From the first to the last measurement, total hemoglobin drops from 41.3 ± 0.9 μM to 18.2 ± 0.9 μM, a 56% decrease. Again, approximately half of the drop occurs within the first week (26%; to 30 ± 2 μM). However, both controls also gradually decrease over 10 weeks. From the first to the last measurement, total hemoglobin measured on the left upper outer breast quadrant drops 32% (16 ± 1 to 11 ± 2 μM). A 40% decrease is observed in the abdominal control (13.4 ± 0.7 to 8.1 ± 0.8 μM). This downward trend in both control locations implies a systemic drop in hemoglobin. Blood hematocrit levels obtained from routine blood work were observed to steadily decrease from a high of 36.7% at the initiation of treatment to a final low of 30.7% at the conclusion of treatment, a 16% drop.

When the total hemoglobin is divided into oxygenated and deoxygenated components, it can be seen that the downward trend is due mainly to the oxygenated component. Figure 9 shows both oxy- and deoxyhemoglobin levels in control tissue (abdomen and control breast tissue) over the 10-week period. Control breast measurements of deoxygenated hemoglobin vary minimally over the entire treatment course (5.1 ± 0.8 to
6.1±0.3 μM; within errors) compared with the relatively large change in oxygenated hemoglobin (11±1 to 5 ± 2 μM; 57% drop). The same trend is present in control abdominal measurements.

Figure 10 displays details of oxygenated and deoxygenated hemoglobin linear scans over the tumor area for the full 10-week course. The trends are similar to those already noted in that the oxygenated hemoglobin component has a downward trend in its baseline that is not present in the deoxygenated component. Deoxygenated hemoglobin peak values decrease 50% from the first to the last measurement (14±1 μM to 7.0±0.4 μM). In the first week, they drop 17% (to 11.3 ± 0.6 μM), again with negligible changes for control sites (Fig. 9).

4 Discussion

Neoadjuvant chemotherapy is the indicated treatment of locally advanced breast cancer, and its breast-conserving properties have caused it to come under consideration in the management of stage I and stage II disease. A number of methods have been used to monitor changes in the primary tumor during treatment, with varying success. Near-infrared diffuse optical spectroscopy has the advantage of being portable, free of contrast agents, fast, and inexpensive. However, the technology on which this method is based is relatively new, and few studies have been conducted in clinical settings that establish the sensitivity of DOS to tumor physiology. This pilot study is specifically meant to determine the feasibility of using diffuse optical spectroscopy for monitoring tumor changes throughout the treatment cycle, and to evaluate whether DOS has potential for predicting early therapeutic response.

In general, the behavior of all parameters measured at the tumor is consistent with expected changes in tumor physiology. All parameters have a maximum or minimum contrast in the tumor location that eventually diminishes over the course of the treatment, with the steepest changes occurring in the first week of treatment.

It is apparent from the spatial profiles on any given day, however, that certain parameters do not peak at the same physical location. For instance, the dip in tissue hemoglobin oxygen saturation on the transverse axis is at the probe position ~ 1, whereas all other parameters have extrema at ~ 1. Although this may be due to inherent measurement error, it is most likely due in part to tumor physiology. Tumor heterogeneity, with significantly different fractions of blood, water, and lipid, can result in unique spatial variations for all examined constituents. This is especially true of larger tumors, in which areas of necrosis are more likely.

We were particularly concerned with how well we could consistently return to the same location on the tumor from day to day. In the first week, we were able to return to calibration lines drawn on the skin. At later time points, having to relocate the tumor center by palpation certainly increased our errors. However, the presence of a water and hemoglobin peak in the optical measurements reassured us that we were capable of identifying the tumor core despite the fact that it was not clinically palpable at later time points in this study. A full 2-D grid of the area, instead of two perpendicular scans, would have allowed us to limit sampling errors further.

Scans over the tumor are consistent with a highly vascularized cellular mass surrounded by mostly fatty tissue. The water content measured over the tumor increases, as expected, for a cellular mass located in a lipid-rich background. In addition, elevated water content may be an indication of local edema or necrosis. The decrease in the lipid volume fraction and the decrease in water content are co-localized throughout the 10-week treatment (Fig. 6). This results in tumor and control water to lipid ratios that drop from ~ 10.5 to ~ 2.4 after three cycles of chemotherapy (data may be extrapolated from Table 1). This 4.4-fold reduction in contrast is in excellent agreement with previous findings from magnetic resonance spectroscopy that tumor and control water to lipid ratios change from ~ 16.7 to ~ 3.9, a factor of approximately 4.3, over the course of three chemotherapy cycles.

High blood volume at the tumor site, as indicated by total hemoglobin, is compatible with the increase in blood vessel density frequently noted in breast tumors. However, control measurements on both the abdomen and breast show that total hemoglobin values also track hematocrit measurements obtained by \textit{ex vivo} blood analysis. Thus, total hemoglobin alone is insufficiently sensitive to alterations in tumor vasculature since $[\mathrm{Hb}_{\mathrm{tot}}]$ is convolved with hematocrit fluctuations (Fig. 8). It is important to note that deoxygenated hemoglobin control measurements appear to be independent of hematocrit changes (Fig. 9). The deoxygenated hemoglobin in control tissues is produced by oxygen demand in local tissue beds. This demand should be unaffected by small changes in hematocrit. In contrast, chemotherapy-induced depletion of erythrocytes primarily affects the supply of oxygenated hemoglobin, which accounts for the HbOx drop in control tissue. As a result, deoxygenated hemoglobin levels are not influenced by modest fluctuations in hematocrit, and levels over the tumor are directly related to local tumor changes. Such alterations can still include a variety of effects, including physical contraction of a tumor and changes in oxygen demand in the region.
Over the course of the study, complementary changes were seen in water, lipid, and oxy- and deoxyhemoglobin. The perturbation made by the tumor compared to background control tissue decreases over time. These alterations are detectable and, in some cases, quite significant within the first week. In all measurements, trends are in the direction of the control baseline values obtained from the upper outer quadrant. This trend is consistent with the interpretation that the tumor is contracting over the course of treatment. In particular, water and all hemoglobin components decrease while lipid increases. The decrease in hemoglobin over the tumor is compatible with studies showing a reduction in angiogenesis in tumors after neoadjuvant therapy. The rate of change in the deoxygenated hemoglobin peak is not as accelerated as that in total or oxygenated hemoglobin, presumably because the latter also reflects a global hematocrit drop.

In pretreatment measurements, tissue hemoglobin oxygen saturation levels (\(S_\text{O}_2\)) at the tumor are lower than those in surrounding normal areas, suggesting increased local metabolic activity or blood pooling. \(S_\text{O}_2\) values are considerably lower than conventional measurements of arterial hemoglobin oxygen saturation (i.e., pulse oximetry or \(S_\text{O}_2\)) because near-infrared diffuse optical spectroscopy samples a mixture of arterial and venous microvasculature, and hence is sensitive to local metabolism. Tissue hemoglobin oxygen saturation measurements are particularly interesting because \(S_\text{O}_2\) values shift from a dip to a mild peak over the 10 week course of treatment. The shift indicates that the area has changed from one of relatively high metabolic demand to low metabolic demand, compared with surrounding areas. This is again consistent with pathology, which reports large regions of the tumor replaced by fibrotic tissue.

In the final presurgical measurement (day 68), a residual peak is present in the tumor water and hemoglobin. A residual dip is seen in lipid. This is most likely a consequence of our combined sensitivity to the small active tumor site and the surrounding fibrotic tissue (5 mm and 2 cm from pathology, respectively). The persistent increase in total hemoglobin at the tumor most likely reflects the residual vascularized tumor. Since a high vascular index after neoadjuvant therapy has been implicated in the 5-year risk of recurrence in node-positive invasive breast cancer, this has possible consequences with regard to prognosis. The ability to quickly and noninvasively determine tumor blood volume, saturation, water, and lipid signatures will ultimately provide useful insight into the extent of viable, necrotic, and normal tissue types, since each zone is expected to have characteristic signatures.

In summary, we have found that quantitative, near-infrared diffuse optical spectroscopy is capable of distinguishing between tumor and surrounding breast tissue in a clinical subject. We have applied this method to monitoring neoadjuvant chemotherapy response and have observed significant changes in as little as a few days after the first course of treatment. Reductions in tumor water content are especially dramatic, although significant alterations are recorded in all parameters, including total hemoglobin, tissue hemoglobin oxygen saturation, and lipid content. These variations were measured with a portable, bedside, noninvasive hand-held probe. As tumor monitoring becomes more feasible at the bedside, treatment may be modified on an individual basis to enhance therapeutic response and minimize toxicity. Although a great deal of work remains to fully characterize the limitations and advantages of this technique, our results suggest that DOS is a promising method for evaluating breast cancer and may be applicable to other tumor types.

Acknowledgments

This work was made possible in part by access to National Institutes of Health Centers: the Laser Microbeam and Medical Program (P41 RR-01192) and the Chao Family Comprehensive Cancer Center (CA-62203). Support was also provided by the California Breast Cancer Research Program and the Avon Foundation. DBJ acknowledges funding by the National Institutes of Health Medical Scientist Training Program and AEC acknowledges support from the U.S. Army Medical Research and Material Command (No. DAMD17-98-1-8186). Beckman Laser Institute programmatic support is provided by the AFOSR and the Beckman Foundation. Finally, the authors wish to thank those who generously volunteered for these studies.

References