Adaptive optics multiphoton microscopy to study ex vivo ocular tissues

Juan M. Bueno
Emilio J. Gualda
Pablo Artal
Universidad de Murcia
Laboratorio de Óptica
Campus de Espinardo (CiOyN)
Murcia, 30100 Spain

Abstract. We develop an adaptive optics (AO) multiphoton microscope by incorporating a deformable mirror and a Hartmann-Shack wavefront sensor. The AO module operating in closed-loop is used to correct for the aberrations of the illumination laser beam. This increases the efficiency of the nonlinear processes in reducing tissue photodamage, improves contrast, and enhances lateral resolution in images of nonstained ocular tissues. In particular, the use of AO in the multiphoton microscope provides a better visualization of ocular structures, which are relevant in ophthalmology. This instrument might be useful to explore the possible connections between changes in ocular structures and the associated pathologies.

Keywords: multiphoton microscopy; wavefront aberration; adaptive optics; human ocular tissue.

1 Introduction

Two-photon excitation fluorescence (TPEF) has become a valuable tool for high-resolution tissue imaging, since it was first demonstrated in 1990. Similarly to TPEF microscopy imaging, second-harmonic generation (SHG) microscopy was reported to be a technique of particular interest to study biological samples containing collagen.

Despite the intrinsic confocality and optical sectioning capabilities of these techniques, the resolution and contrast of TPEF and SHG microscopy images are limited by the wavefront aberrations (WAs) of the illuminating laser beam, the microscope optics itself, and those of the specimen when imaging deeper into the sample.

The correction of aberrations by means of adaptive optics (AO) was originally proposed for astronomy, although it has been extensively used in other areas, notably in visual optics and ophthalmology. The incorporation of a deformable mirror (DM) into a confocal (linear) microscope was successfully reported by Booth et al. This approach and similar ones with a liquid crystal modulator have been used by different authors to improve nonlinear microscopy images using fluorescent beads and biological samples such as muscle, pulmonary, brain, and intestine tissues, skull bone, fish larvae, and mouse embryos, among others.

However, in most of these previous experiments, the use of a wavefront sensor was avoided, optimizing the shape of the mirror through image-based algorithms to improve in-depth nonlinear microscopy imaging. Similar techniques were also successfully tested in coherent anti-Stokes Raman scattering (CARS) microscopy images.

We recently reported an improvement in TPEF imaging of ex vivo human retinal tissues by simple realigning of the laser system cavity, while beam WAs were controlled in an open loop. In this paper, we present a step forward into the correction of the laser beam WAs with AO to improve the image quality in nonlinear microscopy of ocular tissues.

2 Methods

Figure 1 depicts the experimental layout. This combines a multiphoton microscope and the AO module. A femtosecond Ti:Sapphire laser (760 nm) was used for illumination. Before entering the microscope, the beam passes the AO module composed of a Hartmann-Shack (HS) wavefront sensor and a DM used, respectively, to measure and correct for the beam WAs. The HS sensor sampled the wavefront with an array of micro lenses (0.15-mm pitch and 3.7-mm focal length). The DM was a gold-coated microelectromechanical systems (MEMS)-type (Boston Micromachines, Cambridge, Massachusetts) with 140 actuators. The microscope was built on a modified inverted microscope (Nikon TE2000-U). A set of two nonresonant galvanometric mirrors (M1 and M2) scanned the sample in the XY plane. A long-working-distance objective was used [20×, numerical aperture (NA) = 0.5]. A Z-control motor moved the microscope objective to reach the plane of interest within the sample. The nonlinear backscattered signal emitted by the sample went back through the same objective and passed a dichroic mirror and the corresponding spectral filter (F), to reach the detection unit (PMT and photon-counting unit). The filter placed in the detection channel enabled the registration of either TPEF (broadband fluorescence filter, 435 to 700 nm) or SHG (narrow-band spectral filter, 380 ±10 nm) signals from the specimens under analysis. Image recording and postprocessing were made via custom software. The average illumination power at the specimen plane was between 2 and 200 mW, depending on the sample. Nonlinear
microscopy images of different samples were registered with and without AO.

The laser beam WAs were estimated from the recorded HS images and expressed as a Zernike polynomial expansion up to fifth order across a 4-mm pupil, as explained elsewhere. From each WA, the associated point spread function (PSF) was calculated. As image quality parameters, we used the root mean square (RMS) of the WA and the Strehl ratio. The appropriate DM shape to compensate for the measured WAs was determined in a closed loop.

Both nonbiological and biological samples were used in the experiments reported here. The former included a piece of paper stained with a fluorescent marker and a starch sample providing strong TPEF and SHG signals, respectively. As biological samples, we used both fresh and fixed nonstained human ocular tissues (retina, cornea, and sclera) and ex vivo porcine corneas.

Human tissues were extracted from ocular globes of healthy donors provided by the Ophthalmology Service of the Hospital Universitario Virgen de la Arrixaca, Murcia, Spain. Human corneas were excised with a trephine right after death. After trephination, the corneas were stored in Optisol and sent to the lab for analysis. After corneal removal, the rest of the ocular globes were immediately kept in a 0.9% sodium chloride solution and moved in an appropriate container from the hospital to the lab for the imaging of fresh ex vivo retinal tissues. Once there, the lens and the iris were carefully removed and the neurosensory retina excised. Both retinal tissues and corneas were placed in a glass-bottom dish surrounded by the same solution as that used for transportation, which ensured hydration during the whole experiment.

Thin (5-μm) fixed sections of human ocular tissue were embedded in paraffin as follows. Excised retinas and sclera portions were fixed with paraformaldehyde (4% solution in phosphate buffered saline) overnight to preserve the structure of the tissue. After a regular dehydration process using ethanol, this alcohol was cleared using xylene and the tissue was finally embedded in paraffin wax to become a solid block. This enabled a microtome to cut thin retinal sections of the specimen, which were mounted on a glass microscope slide.

Porcine ocular globes for corneal SHG imaging were obtained from a local slaughterhouse, kept in solution (see the preceding) immediately after death and moved to the lab. These intact eyes were placed upside down on a glass-bottom dish filled with solution during measurements. All corneas (human and porcine) appeared clear when viewed through a white-light microscope during the entire experiment and were neither fixed nor stained.

3 Results

In most optical systems, lower order aberrations (defocus and astigmatism) are the main contributors to the degradation of image quality. In microscopy, defocus does not affect the image quality since it can be corrected by refocusing the microscope objective. However, astigmatism is important since it produces two focal points and transforms these into ellipse-shaped spots. As an example, Fig. 2 shows the effect of astigmatism on the quality of nonlinear microscopy images of ex vivo human ocular tissues: the retinal nerve fiber layer (upper panels) and the corneal stroma (lower panels) providing TPEF and SHG signals, respectively. In both cases, the recorded signal levels in the images were noticeably reduced when astigmatism was present (28% in SHG and 73% in TPEF signals). For this particular test, a cylindrical lens was introduced in the light pathway. The HS measurement ensured that the use of this optical element did not introduce other significant (and unwanted) aberrations.

Figure 3 shows the laser beam WAs (up to fifth order) and their associated PSFs with and without AO. After aberration

![Fig. 1 Schematic of the AO multiphoton microscope: HS, Hartmann-Shack wavefront sensor; DM, deformable mirror; AO, adaptive optics module; M1 and M2, scanning mirrors; DIM, dichroic mirror; O, microscope objective; F, TPEF or SHG filter; PMT, photomultiplier.](https://journals.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 03 Jan 2020 Terms of Use: https://journals.spiedigitallibrary.org/terms-of-use)
correction, the RMS of the WA was reduced from 0.34 to 0.06 μm (Strehl ratio increased from 0.19 to 0.84). Figure 4 compares the corresponding individual Zernike coefficients (up to fourth order) of these WAs. Before correction (black bars), lower order aberrations [defocus ($Z_2^0$) and astigmatism terms ($Z_2^2$ and $Z_2^3$)] were the dominant contributors (75% of the total aberrations). After AO correction (white bars), the laser can be considered as nearly diffraction-limited.

As an evaluation of the effect of the laser beam WA correction on nonlinear microscopy, some images of nonbiological samples were acquired with and without AO. Figure 5 shows images of a stained piece of paper and a sample containing starch granules. An increase in the total signal intensity of around 50% for TPEF and 2.5-fold for SHG was reached. Moreover, additional spatial details are observed in the aberration-corrected images (see arrows on the image).

We also explored the image improvement in the nonlinear signal from fixed ocular tissues using beam WA correction. Figure 6 presents the TPEF and SHG images of nonstained transversal (XZ) thin sections of human ocular tissues embedded in paraffin (see Sec. 2). The upper panels show TPEF images of the retina and the lower panels contain SHG images from the sclera collagen.26 The improvement in signal when the AO module was in operation can be observed, leading to a total intensity increase of almost threefold for TPEF images and twofold for SHG images. Additionally, in Fig. 6(a) structures such as the retinal nerve fiber layer (RNFL), the photoreceptor layer (PRL), as well as the different intermediate layers, are also better visualized due to the increase in image contrast.

Figure 7 depicts the intensity values, along the horizontal sections indicated in Fig. 6, for the images acquired with (dashed line) and without AO (solid line). The increase of contrast along a horizontal section when AO is activated can be observed for both, TPEF [Fig. 7(a)] and SHG [Fig. 7(b)] imaging modalities.

Nonfixed ex vivo ocular tissues were also analysed. As already reported, different corneal and retinal structures can be imaged under multiphoton microscopy without requiring fixation and/or staining procedures5, 27 due to endogenous fluorescence (autofluorescence) arising from specific fluorescent molecules or to the SHG signal originated from the corneal collagen within the stroma.24, 25 The benefit of using AO when imaging the ex vivo corneal stroma is presented in Fig. 8 for a plane located 150 μm below the corneal epithelium. An increase of 20% in the total intensity was found when using AO.

Finally, Fig. 9 compares the TPEF images of two different layers of an ex vivo human retina with and without AO: the area below the RNFL containing ganglion cells and blood vessels (BV) [Figs. 9(a) and 9(b)] and the photoreceptor layer [Figs. 9(c) and 9(d)]. In the upper panels, the total intensity in the images with AO was about three times higher than the case without AO, what provides a better visualization of the different retinal features. The enhancement of image containing
the human photoreceptor mosaic with AO in operation can be observed in Fig. 9(d).

4 Discussion

In the presented work, an AO multiphoton microscope is described. The AO module successfully corrects in closed loop for the aberrations of the ultrafast laser beam used as illumination source. With AO, a more compact PSF is obtained, potentially enhancing the intrinsic confocality and the contrast of nonlinear microscopy images.

Multiphoton microscopy has been extensively used for corneal imaging, however, the analysis of retinal tissues has been mainly based on imaging the retinal pigment epithelium (RPE) and the optic nerve head. To our knowledge, this is the first time that AO multiphoton microscopy has been used...
in image improvement of both fixed and nonfixed human ocular tissues. The instrument provides images with improved contrast and enhanced lateral resolution using a backscattered configuration.

Multiphoton imaging requires the use of ultrafast high-power lasers, since these are unique sources able to produce nonlinear signals. However, these laser beams might be aberrated, providing a first limit to nonlinear microscopy imaging. The use of AO devices to improve nonlinear microscopy images has been a topic of interest for the last decade. Neil et al. first reported a method to compensate for specimen-induced aberration correction by implementing a liquid crystal spatial light modulator into their nonlinear microscope. The combination of a silver-coated membrane DM and a genetic algorithm was later demonstrated successfully. Marsh et al. also used a membrane DM (also without a WA sensor) to improve TPEF microscopy imaging. The procedure was based on the increase TPEF intensity levels within the image combined with other image-based merit functions. The combination of an electrostatic deflected membrane mirror and a coherence-gated wavefront sensor also produced a significant improvement in two-photon microscopy images. The approach used by Tsai et al. included a transparent deformable membrane with a vacuum behind to correct for spherical aberration, and it was reported to improve axial resolution. Moreover, a sensor-less AO multiphoton microscope using a DM similar to the one presented in this paper was recently demonstrated. Some of these previous papers used biological samples, such as muscles, tendons, brain tissue, larvae, or embryos among other.

Today, AO multiphoton microscopy is mainly oriented to correct for the in-depth aberrations of the specimen to improve the image quality for the different planes within the sample. The
DM shape was changed to optimize the image quality based on different metrics and some assumptions about the properties of the sample are often needed. Despite the actual WA at a particular plane is not measured (i.e., sensorless technique), these experimental systems provide enhanced images of a number of biological samples.

Here, a different approach was used: the accurate measurement and compensation of the laser beam WAs (i.e., wavefront sensor plus DM). We report how the use of a DM to compensate just for the aberrations of the illumination beam can also improve ocular tissue imaging, meaning that a nonnegligible portion of the aberrations of the microscope are due to the illumination beam itself. This provides a useful tool to improve nonlinear microscopy imaging, without the requirement for complex and time-consuming genetic algorithms.

When the correction of the laser beam WAs is required, both the DM and the HS sensor must stand with the high power levels of the source. We recently reported a procedure to measure the WA of a high-power laser with a HS sensor. Moreover, the gold coating of the DM makes it appropriate for this kind of experiment. For this particular implementation, the selected MEMS DM provides a stroke large enough to correct for the laser WAs. However, we must take into account that before AO operation, a realignment of the laser cavity was performed to improve the beam quality. This operation represents a simple and effective solution for the partial correction of static low-order aberration correction (defocus and astigmatism), which might not be appropriately corrected by the DM if they present very high values, due to the mirror’s limited stroke.

The impact of the laser beam WA correction on two-photon microscopy imaging was shown in ocular tissue imaging. For all samples, the use of AO caused an increase in both TPEF and SHG signals, which ranged between 20 and 200% for the cases here reported. This led to a better image quality, an improvement in contrast, and an enhancement of the lateral resolution. In particular, AO provided a better visualization of the complex layered retinal structure as well as some interlayer connections (see Fig. 7) in fixed samples.

Moreover, TPEF XY images of intact retinas (Fig. 9) were also noticeable improved when using AO. From a clinical point of view, two areas of interest have been imaged: the ganglion cells and the mosaic of photoreceptors. A better visualization of neither fixed nor stained human retinal structures will help in morphology studies as well as in the evaluation, follow-up, and understanding of some retinal pathologies (age-related macular degeneration, diabetic retinopathy, etc.).

Moreover, the instrument reported here also enabled the improvement of the SHG signal from biological tissues such as the sclera [Figs. 6(c) and 6(d)] and the corneal stroma (Fig. 8). Although both tissues are mainly composed of collagen, the distribution of collagen fibers is quite different. Unlike the cornea, multiphoton microscopy studies of the sclera are scarce in the literature. Since the sclera is opaque, SHG microscopy does not penetrate deep inside and a multiphoton diagnosis of scleral diseases might be limited. We showed that for thin or transparent samples, the use of AO produces an image improvement due to the efficient concentration of energy at the focal plane and the optimization of the nonlinear processes. Then, the use of AO solutions may lead to an increase of the penetration depth in sclera analysis, since the corrected illumination beam may potentially penetrate more within the sclera thickness leading to better-contrast images of deeper areas. Numerical simulations on how the aberrations affect the penetration depth depending on the distribution and type of collagen will be of interest for future works.

The increase in the nonlinear signal and the related image enhancement reported in this paper may also be interesting in segmentation algorithms that automatically detect the different retinal layers. These algorithms are often used in optical coherence tomography (OCT) imaging, which is an interferometric imaging method providing high-resolution, cross-sectional imaging of biological tissues. In ophthalmology, OCT has enhanced opportunities for clinical diagnosis resolving individual retinal layers, enabling anterior chamber imaging, and enabling 3-D volumetric imaging of ocular structures. The combination of AO with OCT was also reported to improve the contrast in retinal imaging when ocular aberrations were compensated.

Unlike OCT, multiphoton microscopy is not yet a commercially available technique for clinical imaging of living eyes. However, when future in vivo implementations are possible, the combination of both techniques would be of special interest in vision research and clinical environments, mainly for high-resolution imaging of ocular tissues, diagnosis and disease progression among others.

Although our results are centered on improving individual layers within the sample, this method represents the first step to improve multiphoton 3-D imaging of ocular tissues. The dynamic operation (i.e., closed loop) of our AO device will be important to produce customized WA patterns in the illumination beam to independently improve the nonlinear imaging of particular planes within the retina or the cornea, which are of interest for clinical purposes. In particular, the induction of controlled amounts of spherical aberration in the laser beam increases the depth of focus within the sample, independently of the specimen-induced aberrations. This enables a more in-depth imaging what is essential in the analysis of ocular tissues.

To conclude, we developed an AO multiphoton microscope to improve the nonlinear imaging of human ocular tissues. The AO implementation produced images with enhanced contrast and resolution without noticeable photodamage. This image improvement is of huge interest to better visualize retinal and corneal layers through volume rendering reconstructions. Although the effects of this technique on 3-D nonlinear imaging are beyond the scope of this paper, the benefits of AO might be extended over the whole ocular tissue volume by performing an appropriate customization of the laser beam WAs while varying the plane of focus. This represents the starting point to produce 3-D multiphoton microscopy images of ocular tissues with increased quality that might be useful in clinical environments.

Acknowledgments

This work has been supported by Ministerio de Educación y Ciencia, Spain (Grants FIS2007-64765 & Consolider SAUUL CSD2007-00033) and Fundación Séneca, Murcia, Spain (Grant No. 04524/GERM/06). The authors thank J. M. Marín, MD, PhD, from the Hospital Universitario Virgen de
References


